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Abstract: High noise levels in ﬁber-based polarization-sensitive optical
coherence tomography (PS-OCT) have broadly limited its clinical utility.
In this study we investigate contribution of polarization mode dispersion
(PMD) to the polarimetry noise. We develop numerical models of the PS-
OCT system including PMD and validate these models with empirical data.
Using these models, we provide a framework for predicting noise levels, for
processing signals to reduce noise, and for designing an optimized system.
© 2011 Optical Society of America
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1. Introduction
Optical coherence tomography (OCT) [1] resolves light scattering across depth to image bi-
ological tissue microanatomy. Polarization-sensitive OCT (PS-OCT) adds depth resolved po-
larimetry to extract both birefringence and tissue microanatomy [2,3]. Tissue birefringence can
correlate to composition (e.g., collagen content) or functional status, and is complimentary to
microanatomical imaging. Potential clinical applications of PS-OCT include retinal and ante-
rior segment imaging in opthalmic OCT [4–7], burn depth detection in dermatology [8–10],
and coronary plaque characterization in intravascular OCT [11,12]. Because of high polarime-
try noise, ﬁber-based PS-OCT has not yet been adopted into clinical practice. Efforts to under-
stand and mitigate this noise have identiﬁed contributions from speckle, multiple scattering, and
polarization-mode dispersion (PMD). These analyses, however, lack a quantitative framework
for comparing the relative importance of each [8, 13–16] and are sometimes highly speciﬁc
to single implementation or algorithm and from which it is difﬁcult to extract a more general
understanding.
In this paper, we analyze in generalized terms the ability of ﬁber-based OCT systems to
perform accurate depth-resolved polarimetry in turbid media. We show that PMD introduced
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induce a signiﬁcant polarimetry noise. We quantify this noise as a function of system PMD,
and compare it to the signal-to-noise ratio limited noise performance. We demonstrate that
PMD-induced noise dominates SNR effects in most imaging conditions, and PMD minimiza-
tion should therefore be a central goal in PS-OCT instrument design and optimization. Finally,
we highlight statistical properties of PMD-induced noise that inform the design of ﬁltering al-
gorithms which mitigate the noise induced by PMD that cannot be physically removed from
the system.
2. Polarization-sensitive OCT instrumentation
PS-OCT systems include two arrangements that are optional in conventional OCT systems: a
polarization-diverse receiver and a polarization-modulated sample illumination. The later is not
strictly necessary but is typically included in ﬁber-based systems to improve extraction of bire-
fringence of arbitrary orientations, while the former is fundamental to the ability of the instru-
ment to perform depth-resolved polarimetry on backscattered light. Figure 1 presents the de-
signofapolarization-sensitivesystembasedonopticalfrequencydomainimaging.Interference
fringes are detected on each of the two orthogonal polarization channels, digitized, wavelength-
resampled, and Fourier-transformed according to standard processing approaches [17]. This
yields depth-resolved measurement of the backscattered ﬁeld (amplitude and phase) in each
orthogonal polarization state.
LP PC
EOM
BR (x)
+ -
BBS
PBS
PBS
+ -
Mirror
To Sample
FS
Polarization-Diverse Balanced Receiver
Splitter
Wavelength-Swept
Laser Source
A/D
A/D
BR (y)
Digital 
Processor
Unit
Circulator
LP
Fig. 1. Experimental setup of a polarization-sensitive optical frequency domain imaging
(PS-OFDI) system. PC: polarization controller; LP: linear polarizer; EOM: electro-optical
modulator; FS: frequency shifter; BBS: broad beamsplitter; PBS: polarization beamsplitter;
BR: balanced receiver; A/D: analog-to-digital converter.
The polarization of backscattered light can be represented either in the Jones or Stokes for-
malism. In this work, we will use the Stokes formalism to describe and graphically represent
polarization states and noise; the conclusions however are equally applicable to systems oper-
ating based on the Jones calculus. In the Stokes formalism, the state of polarization is given as
a four-element vector S(z), deﬁned as
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
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where Ex(z) and Ey(z) are the complex ﬁelds scattered at depth z. In this work, we quantify
polarimetry noise of a set of N Stokes vectors using a spherical variance metric [18], ˆ σ,
ˆ σ = 1−
1
N
s N
∑
i=1
Qi
Ii
2
+
 N
∑
i=1
Ui
Ii
2
+
 N
∑
i=1
Vi
Ii
2
(2)
This spherical variance ranges from 0 to 1 with the extreme values representing fully aligned
and fully dispersed Stokes measurements, respectively. We note that Stokes spherical variance
is closely related to the degree of polarization uniformity (DOPU) which has been used to
quantify depolarizing effects in the human retina [19] and is related to an angular standard
deviation measure used in Ref. [16]. Sources of polarimetry noise include depolarization effects
of multiple scattering in the sample, measurement SNR, and instrumentation-induced noise.
The later is the focus of this work.
3. Effect of instrument polarization-mode dispersion on polarimetry noise
PMD describes the differential propagation time of orthogonally polarized light. In an OCT
system, PMD is induced by imperfections in single mode ﬁber or by discrete optical devices
such as circulators. The presence of PMD in an OCT system interferometer causes a divergence
in the complex point-spread function (PSF) of the X and Y polarization-diverse receiver chan-
nels. Consider for example a simple scenario where a PS-OCT system includes PMD aligned
to the polarization axis of the receiver, i.e., wherein light transmitted to the X-channel travels
a longer optical path than that of light transmitted to the Y-channel. Therefore PSFs from X
and Y channels are misaligned along depth proﬁle, i.e. there is a delay offset between X and Y
channels in the presence of PMD. When imaging a mirror, this offset causes a spurious rotation
of the measured Stokes vector across the mirror PSF. When imaging in turbid media, this offset
decorrelates the signals Ex(z) and Ey(z) in a non-deterministic manner, inducing a noise in each
measurement of the Stokes vectors (Fig. 2).
To estimate the signiﬁcance of noise induced by a given PMD level, we can compare the
induced offset in PSF depth to the system axial resolution. For ﬁber-induced PMD, standard
single-mode ﬁber contains non-zero birefringence which can integrate over long lengths of ﬁber
to produce measurable PMD. Because the orientation of the birefringence varies randomly in
single mode ﬁbers (SMF) relative to the polarization of light guided by that ﬁber, the inte-
grated ﬁber PMD scales with the square root of ﬁber length. Current telecommunication ﬁbers
feature PMD speciﬁcations of 0.1ps/
√
km within the optical window from 1.3 ∼ 1.6µm. At
this level, ten meters of SMF in an OFDI sample arm induces approximately 0.01ps of PMD
which equates to a double-pass path difference of 1µm between orthogonal polarization states
in tissue. This is an appreciable 10-20% of most OCT imaging resolutions ( 5 ∼ 10µm). For an
optical circulator where PMD is speciﬁed as 0.05 ps per port, a combined PMD of 0.1ps would
yield offsets equal to the axial resolution which would induce complete decorrelation between
receiver channels and make polarimetry measurements almost meaningless.
4. Methods
To analyze the noise generating mechanisms in PS-OCT instrumentation, we employed op-
tical simulations and empirical studies. These methods are described in sections 4.1 and 4.2
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Fig. 2. (a) Structural (conventional) OFDI M-mode image of 0.5% intralipid. (b) The vari-
ation of the measured Stokes vector of backscattered light in the indicated ROI is displayed
on the Poincar sphere. The random walk is caused by PMD in the instrumentation.
respectively.
4.1. Simulation of PS-OFDI noise
We developed a semi-analytic model of a PS-OFDI system (Fig. 3). We note that PMD located
within the reference arm does not induce noise if a terminal polarizer is employed as shown in
Fig. 1. The effect of this polarizer is to deﬁne a ﬁxed state of polarization at this location for all
wavelengths,andthustoensureauniformreferencearmpolarizationateachreceiver(assuming
the optical components in the receiver do not induce polarization-dependent effects). The model
therefore includes only the sample arm which is separated into three components: the sample
armﬁbertransferfunction;thesamplereﬂectionfunction,andtheinterferencesignalgeneration
including addition of background noise. The implementation of each of these components is
described in the following sections.
4.1(a) Sample arm ﬁber transfer function
The sample arm transfer function describes the evolution of the light from the laser source to
the sample and from the sample to the receiver. This was calculated in the presence of arbi-
trary birefringence, and as a function of wavelength. We started with light output from the laser
and assumed it to be at a ﬁxed state of polarization for all wavelengths. The light traveled a
birefringence path described by the Jones matrix J1 to the optical circulator (or equivalent op-
tical splitter). The birefringent path from the circulator to the sample was described by Jones
matrix J2, and the return path by JT
2 as given by the Joness reversibility theorem [20]. Lastly,
the sample arm light was directed to the interfering coupler by a birefringent path described
by J3. We assumed that the birefringent paths described by the Jones matrices J1, J2, and J3
have no PMD, i.e., the matrices are independent of optical frequency. PMD within the system
is included within the transfer function of the circulator (or equivalent optical splitter). The
circulator was modeled by separate Jones matrices for the path from port 1 to 2, and for port 2
to 3. We denote these matrices as T1→2 and T2→3 respectively, where each is deﬁned as a func-
tion of optical frequency to allow inclusion of PMD. The Jones matrix T(ω) of a birefringent
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-
>
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Fig. 3. Modeling of the transfer of light through the sample arm is broken into three separa-
ble stages: ﬁber transfer functions (described in section 4.1(a)); sample reﬂection (section
4.1(b)); and interference and detection (section 4.1(c)).
component was written as [21,22].
T(ω) = exp

−i~ βω ·
~ σ
2

=

1 0
0 1

cos

β
2
·ω

−i(rQσ1+rUσ2+rVσ3)sin

β
2
·ω

(3)
where ω is the optical angular frequency,~ β = β ˆ r = β
h
rQ,rU,rV
i
is the birefringence vector of
the circulator in Stokes space, i.e., the vector ~ β is orientated along fast axis with its amplitude
equal to the group delay difference between fast and slow axes, and ~ σ =
h
σ1,σ2,σ3
i
are the
Pauli matrices [22]. In this analysis, we neglected the polarization independent time delay and
loss, and we assumed negligible polarization dependent loss. In addition, we assumed only ﬁrst
order PMD, i.e. ~ β is assumed constant over optical bandwidth of the laser.
4.1(b) Sample scattering function
To express the optical scattering of the light from turbid media, we constructed an array of
n = 1000 scatters each positioned randomly across a 1mm depth range. The optical scattering
that results can then be expressed as
Eout(k) =
 n
∑
j=1
e2ikzj

I·Ein(k) (4)
where k = 2π/λ is the wavenumber, zj is the depth location of the jth scatter, I is the 2x2
identity matrix, and Ein(k) is the incident Jones vector. As stated previously, we assumed
polarization-independent scattering. For a mirror signal, we used the same formalism with a
single scatterer (n = 1).
4.1(c) Interference, depth sectioning, and background noise addition
Using the results of sections 4.1(a) and 4.1(b), the transmission of the interferometer and the
scattering function can be combined to give the sample arm light at the interfering coupler,
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Es(k) =
 n
∑
j=1
e2ikzj

J3·T2→3·JT
2 ·I·J2·T1→2·J1·Ein(k) (5)
The sample arm light was then interfered with the reference arm light, Er(k), which was as-
sumed to have a wavelength-independent 45◦ linear polarization state. The reference arm power
wassettobemuchlargerthanthatofthesamplearm.Thecurrentofthedual-balanceddetectors
was calculated as
id ∝ |Es+Er|2−|Es−Er|2 (6)
Depth-resolved reﬂection proﬁle Ex(z) and Ey(z) were obtained via Fourier transform of Eq.
(6) at each of two orthogonal channels according to standard Fourier-domain processing [17].
Finally, a complex zero-mean Gaussian white noise was added to the Fourier transformed sig-
nal. In OFDI systems, this noise results from a combination of intensity noise, shot noise, or
incoherent beating of sample arm reﬂections with reference arm light. By setting the standard
deviation of the Gaussian distribution from which the noise terms were sampled, the signal to
noise ratio (SNR) of the measurement was controlled.
4.2. Empirical measurements of PS-OFDI polarimetry noise
The technical details of the OFDI system used in this study are described in Ref. [17,23] and the
system topology is presented in Fig. 1. Brieﬂy, A-line scans were acquired at a rate of 50kHz,
with 6µm axial resolution in tissue and a ranging depth of 6mm. The sensitivity of the OFDI
system was measured to be 103dB. The sample arm of the interferometer was modiﬁed to use
either a circulator or a 50/50 fused coupler to couple to the bidirectional imaging ﬁber. Optical
powers launched to the sample via a circulator and a coupler were measured to be 11mW and
7mW, respectively. The reference arm was polarized at 45◦ immediately prior to recombination
with the sample arm light. The electro-optic polarization modulator (EOM) was not included
during Stokes measurements in this study.
Imaging of calibrated mirrors and intralipid samples was performed. For the intralipid sam-
ple, the measured noise was observed to vary as a function of intralipid concentration due to
competing effects of (i) low SNR at low concentrations and (ii) increased multiple scattering
at higher concentrations. To minimize the combined noise, we used an empirically optimized
intralipid concentration of 0.5%.
input Sample
Es’
PMF1
PMF2
PC1
PC2
Fig. 4. Fiber patchcords containing lengths of polarization maintaining ﬁber (PMF) (or a
length-matched SMF patchcord) were inserted into the sample arm to induce known PMD
in the PS-OFDI system. PC: polarization controller.
PMD was induced by insertion of highly birefringent polarization maintaining ﬁber (PMF)
into the sample arm [24]. In our system, we used PANDA PMF (Thorlabs PM1300-HP) which
gives a beat length of less than 4mm at 1300nm. The ﬁber was calibrated in our laboratory
to yield 0.1ps PMD in 6.2cm of length. We constructed patchcords with PMDs of 0.02ps,
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transmission [25]. Conventional SMF patchcords of matching lengths were also constructed.
The PMD patchcords could be inserted in either of the unidirectional arms of the sample arm,
i.e., on ports 1 and 3 of the coupler (Fig. 4).
5. Model validation
5.1. Relationship between SNR and Stokes variance
We ﬁrst analyzed the polarimetry noise induced by the ﬁnite measurement SNR. We used the
simulation described in section 4.1 with a single scatterer as a proxy for a mirror. Gaussian
noise was added to the resulting signals at varying levels inducing SNRs from 0dB to 60dB at
a 5dB interval. SNR was calculated from plotted reﬂectance proﬁles graphically as illustrated
in Fig. 5(a). We then calculated the Stokes parameters using Eq. (1). The Stokes variance was
calculated by repeating this for 1000 randomly generated noise signals. The dependency of
Stokes variance on SNR is plotted in Fig. 5(b) and was found to follow
ˆ σ = 1−exp

1
SNR−1

(7)
where the SNR is deﬁned as that measured according to the procedure illustrated in Fig. 5(a),
i.e., is deﬁned as the ratio of signal and noise power to noise power and can differ from theo-
retical deﬁnitions of SNR at low SNRs. To conﬁrm these results empirically, we measured the
Stokes vectors in the PS-OFDI system with a mirror sample. A variable neutral density (ND)
ﬁlter was inserted in front of the mirror to allow attenuation of the signal magnitude and vari-
ation of the resulting SNR over the range of 0dB to 60dB. At each setting of the ND ﬁlter and
sample arm polarization controller (PC), 1024 A-lines were acquired for analysis. Data was ac-
quired over 10 random PC states at each SNR, in order to minimize the effect from polarization
sensitive components in the system. In Fig. 5(b), the mean Stokes variance and spread of Stokes
variances across PC states are plotted as a function of SNR as closely match the predictions of
the model.
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Fig. 5. (a) Measurement of signal SNR. (b) The relationship between Stokes variance and
measurement SNR.
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To quantify the polarimetry noise induced by PMD in the model, we used a diffuse scattering
sample, assumed a single PMD segment, T2→3, and ignored SNR effects, i.e., did not add back-
ground noise. Because accumulated PMD depends on the relative orientation of the PMD axis
and the launched light polarization state, noise at speciﬁc PMD levels were simulated across
10,000 random Jones matrices, J1, J2, and J3. The mean and standard deviation of the resulting
Stokes variance were calculated as a function of the magnitude of the PMD (Fig. 6).
To validate these results, we measured polarimetry noise from the 0.5% intralipid scattering
phantom. Here, the optical circulator was removed from this system to eliminate its PMD and
replaced by a fused coupler as described in section 4.2. The PM ﬁber patchcord was added
at Port 3 to induce the discrete and calibrated PMD as modeled by T2→3. Measurements were
acquired for each patchcord across 10 random states of PC1 and PC2 (see Fig. 4). The mean and
standard deviation of the Stokes variance across these 10 random PC states were calculated, and
match the model at all points except for PMD = 0ps. We attribute the higher measured noise of
this point to the presence of residual SMF PMD in the interferometer. This is discussed further
in section 6.3.
Fig.6.ThepolarimetrynoiseinducedbyasinglePMDsegment.Themean(solidredcurve)
and standard deviation (dashed red curve, measured across Jones matrices J1, J2, and J3) of
the Stokes noise is plotted versus the magnitude of the PMD. Experimental mean and stan-
dard deviation Stokes noise (across 10 random states of polarization controllers PC1 and
PC2, see Fig. 4) are plotted in blue. Noise was measured across 100 pixel depth × 10240
a-line ROIs within the speckle ﬁeld.
6. Analysis and implications
In Sections 4 and 5, we described and validated the methods used to analyze the noise induced
by ﬁnite SNR and non-zero PMD in PS-OFDI systems. Furthermore, the results summarized
in Figs. 5 and 6 provide guidance on the impact of SNR and PMD in measured polarization
noise. In this section, we use these tools to further analyze the role of PMD in PS-OCT noise
and discuss implications on system construction and optimization.
#148363 - $15.00 USD Received 1 Jun 2011; revised 1 Jul 2011; accepted 11 Jul 2011; published 15 Aug 2011
(C) 2011 OSA 29 August 2011 / Vol. 19, No. 18 / OPTICS EXPRESS   168386.1. PS-OFDI system design
OCT systems at 1.3µm commonly use optical circulators in the sample and reference arms
to reduce loss and increase sensitivity. To analyze the impact of circulators on polarimetry
measurements, the reduction in noise due to SNR improvement must be compared to the in-
crease in noise due to circulator PMD. To analyze this, simulations were performed for varying
per-path PMD (parameters T1→1 and T2→3) and 10,000 random combinations of Jones matrices
J1, J2, and J3. The resulting noise is plotted in Fig. 7(a) as a function of the per-path PMD level.
Assuming PMD levels in SMF at 0.1ps/
√
km, the noise induced by SMF within the sample
arm can be estimated by lumping this distributed PMD into the a single location, i.e., T2→3 (as
analyzed by Fig. 6). Using this model, the relationship between sample arm optical ﬁber length
PMD-induced noise was calculated (Fig. 7(b)).
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Fig. 7. Analysis of the impact of a circulator on polarimetry noise. (a) The noise induced by
inclusion of a circulator in the sample arm is plotted as a function of the per-path PMD of
the circulator. The mean (solid) and spread (standard deviation, dashed line) are calculated
across random birefringence in the ﬁber leads of the circulator. (b) The noise induced by
SMF PMD (assuming a circulator is not used) is plotted as a function of the SMF optical
length. An average PMD level of 0.1ps/
√
km was assumed. (c) The total polarimetry in-
strumentation noise (solid curves) versus signal attenuation for systems including a circula-
tor (red) and a fused coupler (blue). Measurement SNRs of 50dB/46dB were assumed for a
signal attenuation of 0dB with and without the circulator. The contribution of measurement
SNR alone is presented as dashed lines.
Combining the results of Fig. 7(a-b) with the relationship between SNR and noise (Eq. 7),
we can analyze the impact of a circulator on PS-OCT noise. In Fig. 7(c), the Stokes noise is
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the SNR for a given signal attenuation is assumed 4dB higher. The SNR at the 0 dB attenuation
(i.e., tissue surface) was set at 50dB/46dB with/without inclusion of the circulator. The signal
attenuation axis can be interpreted as an approximate proxy for imaging depth. Figure 7(c)
provides curves for differing levels of circulator PMD and differing lengths of SMF. These
results demonstrate that the use of a circulator largely degrades polarimetry performance, with
meaningful improvements in polarimetry noise occurring only from highly attenuated (deep)
signals. We note that this analysis neglects the effects of multiple scattering which is likely to
play a role in polarimetry noise acquired at deeper locations. Without a circulator, it is expected
that Stokes noise can be reduced, although it is unlikely that SNR limited Stokes measurements
can be made for SNRs exceeding 20dB due to the effects of SMF PMD. Minimal length of low
PMD SMF should therefore be used to minimize instrumentation polarimetry noise.
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Fig.8.StokesnoiselevelsinducedbyPMDcorrelatetosignalintensityrelativetoensemble
mean intensity. (a) A section of a single A-line generated from the modeling. The intensity
quantiles at 5% spacing are highlighted. (b) Stokes spherical variance calculated within
each quantile shows signiﬁcant dependence on relative local intensity, suggesting signals
from the lower two quantiles should be discarded in any quantiﬁcation or image generation
algorithm.
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In some clinical applications it is not possible to signiﬁcantly reduce ﬁber length. In cardiovas-
cular imaging, for example, signiﬁcant ﬁber lengths are needed to construct the intravascular
catheter (∼1.5 meters physical, 3 meters double pass) and rotary coupler (∼3 meters physical,
6 meters double pass). These combine with several meters of system ﬁber. In these applications,
methods for processing signals to minimize noise originating from residual PMD would be of
value.
Prior works have used absolute intensity thresholding to reduce PS-OCT noise; signals with
SNRs below a given threshold are discarded [26]. However, the small regime over which PS-
OCT noise are SNR limited (see Fig. 7) suggests this approach may be ineffective over the
majority of the image space.
We used modeling to explore statistical dependencies between signal amplitude and PMD-
induced Stokes measurement noise in the absence of added noise, i.e., with inﬁnite SNR. Linear
polarized light was launched at 45◦ to a small PMD (0.02ps) oriented at 0◦. The intensity quan-
tile lines at 5% resolution as derived from 10,000 speckle randomized A-lines were calculated,
and Stokes variance was calculated separately within each quantile (Fig. 8). It can be seen that
for PMD-induced noise, Stokes variance correlates closely with signal amplitude (relative to
ensemble average amplitude). Note that in this simulation, SNR is inﬁnite and this result de-
scribes the correlation of Stokes measurements to local speckle amplitude and is not an SNR
effect. Stated alternatively, polarization measurements at local speckle peaks are far more ac-
curate than those of speckle nulls regardless of the absolute signal SNR.
This result suggests ﬁltering or estimation algorithms that use a weighting derived from lo-
cal intensity (i.e, relative to ensemble averaged intensity). We explored the performance of ﬁve
candidate algorithms (Table 1). To evaluate performance, groups of 20 measurements were se-
lected randomly from the 10,000 simulated A-lines, and a single Stokes vector was extracted
from each group using each of the ﬁve estimation algorithms. The error was quantiﬁed as the
mean angle between the estimated Stokes vector and the input Stokes vector (45◦) across 1000
groups. For intensity agnostic algorithms, spherical median outperforms mean estimation. For
intensity weighted algorithms (i.e., maximum, trimmed mean, weighted mean), the weighted
mean performs optimally. Many other estimators are possible that may further improve perfor-
mance and can be integrated into PS-OCT algorithms to mitigate the effect of residual PMD.
Note that to implement intensity weighted estimation, methods for estimating the local average
intensity from the image data are required.
7. Conclusion
We have developed and validated methods for quantifying the impact of instrument PMD on
depth-resolved polarimetry in OCT. Using these tools, we have demonstrated that small levels
of PMD induced by circulators and even by moderate lengths of single-mode optical ﬁbers are
likely to be a dominating source of instrumentation noise in ﬁber-based PS-OCT systems. It
was shown that inclusion of circulators likely worsens polarization noise performance, despite
its beneﬁt in SNR. Finally, a correlation between polarization measurement noise and local
intensity was shown, and the use of this correlation in ﬁltering and estimation algorithms was
demonstrated to improve performance relative to conventional mean ﬁltering.
The analysis of this work assumes non polarization-maintaining single mode ﬁbers. The use
of polarization-maintaining ﬁber may be a solution by controlling precisely the launched po-
larization. However, PM ﬁber couplings (either by connector or splice) will not be perfectly
aligned. The impact of these imperfections needs to be studied to reveal whether the use of PM
ﬁber increases or decreases PMD-induced noise. A more practical solution may be to imple-
ment methods for measuring the PMD within the instrumentation and removing its effect in
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Noise∗
Algorithm Expression Estimation
Mean ˆ S = (1/N)∑
N
i=1~ Si 94 mrad
Spherical median [27] ˆ S : min∑
N
i=1arccos(ˆ S·~ Si) 76 mrad
Maximum ˆ S =~ SN 147 mrad
Trimmed mean ˆ S = (2/N)∑
N
i=(N/2+1)~ Si 77 mrad
Weighted mean ˆ S = (1/N)∑
N
i=1(~ Si/σi), where σi = fct(Ii/hIi) 60 mrad
∗Sets of N measurements, S = (S1,S2,...SN), were arranged in rank order according to their associated intensities,
I1 <I2 <...<IN−1 <IN. The estimated Stokes vector, ˆ S, was derived from this rank order set using either intensity
agnostic (mean, spherical median) or intensity weighted algorithms.
post-processing. This is a solution that we are actively pursuing.
Finally, it is important to again emphasize that this noise analysis is conﬁned to instrumen-
tation noise and does not include the effect of scattering-induced noise within the sample. For
some applications, sample-induced noise is dominating, and the importance of PMD and other
instrumentation sources of noise is therefore lessened. Because tissue properties vary signiﬁ-
cantly across applications, analyses of sample-induced versus instrument-induced noise in PS-
OCT will need to be performed separately for each application.
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